Diagnostic quality versus patient exposure with five panoramic screen-film combinations.
Five film-screen combinations were used to make five density-matched panoramic radiographs of a tissue-equivalent phantom skull using the Midwest/Morita Panoral x-ray machine. The radiographs were evaluated as to their diagnostic quality by twenty dental radiologists. The results demonstrate that proper screen-film selection can significantly reduce patient exposure without compromising diagnostic quality.